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AMI 420 SPT/C24

PSU CONTROLLER 1 ~LYCY 2Twpr 0.25mm2

DRAWING PRACTICEI TO BS308 — THIRD IANGLE PROJECTION

AMI 420 _sPT/C25

PSU CONTROLLER 2 LIYCY 2Twpr 0.25mm2

AMI 420 spt/c26

PSU CONTROLLER 3 LYCY 2Twpr 0.25mm2

LAKESHORE 625 _SPT/c27
PSU CONTROLLER 1 "LNCY Ziwpr 0.23mmz

TO WME CRATE 2

SPT/C9

SCSI CABLE

CAR 3 SLOT C (2€)

LAKESHORE 625 _SPT/C28

PSU CONTROLLER 2 LIYCY 2Twpr 0.25mm2
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REF DRAWINGS

204/78050 SPECTROMETER TEST RACK BLOCK DIAGRAM
204/78051 SPECTROMETER TEST RACK G.A

204/78053 SPECTROMETER TEST RACK EQUIP WIRING DIAGRAM
204/78055 SPECTROMETER TEST RACK CANBUS/VME NETWORK
204/78056 SPECTROMETER TEST RACK DAC/ADC WIRING DIAGRAM
204/78057 PSU/COMMS/SIGNAL CONVERTER WIRING DIAGRAM
204/78058 SPECTROMETER TEST RACK RS232 WIRING DIAGRAM
204/78059 SPECTROMETER TEST RACK CANBUS WIRING DIAGRAM
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